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December 26, 1996

WARNING LETTER
CIN-WL-97-129

Gary Fenton, President
Marlen Marwfacturin and Development Co.
5150 Richmond Roa f
Bedford Heights, Ohio 44146

Dear Mr. Fenton:

During an ins ection of your firm located at the above address on November 13-14 199& our
1[nvestlgator etermined that your firm manufacturescolostomyrods and ileostomy~coiostomy

/urostom bags and accessories. These items are devices as defined by Section201 (h) of the
?’Federal ood,, D,rug and Cosmetic Act (the Act ,

1
The Inspection revealed that your devices are

adulterated vathm the meaning of Section 50 i{ ) of the Act in that the methods used in, or the

o

facilities or controls used for manufacturing, ackaging, storage, or installation are not m
conformance with the Good Manufacturing ractice Re ulations GMP) for Medical Devices
specified in Title 21, C~e of Fq&r&R 4gUl~onS(CFR!Pafi 82\, as fobvs:

Failure to ensure that devices meet finished device specifications before distribution. The
“Ins ectio~ Procedure” states that “firm] inspection M done duringthe packagingphaseof

Cf’pro uction!~ There are no records of any quality assuranceinspectionsat this stage.

Failure to establish and implement an adequate complaint handlin program. Complaints are given
fa code 2s to the type of problem and action taken, but the codes o not provide details

as to the corrective action taken. Thirteen of the nineteen complaints logged into the complaint
system since 2/9/96 did not have any documented further investigations.

Failure to establish and implement adequate record keeping procedures. Device Master Records
are not signed and dated for the various medical devicesmanufactured.

Failure to establish and implement an adequate failure investi ation rogram, Of eight complaints
received that met the definition of a failure per your firm’s “+” fadure nvestigation Procedure”, only
one had a failure investigation report done.

Failure to establish adequate sampling procedures for in-process and finished devices, There are
no written procedures specifying what to inspect(test for or how many units to inspecthest.
Sampling procedures are not based cn any statistical sampling plan.

This letter is not intended to bean all-inclusive list of deficiencies a! your facility. it is your
res onsibilit y to assure adherence to each requirement of the ACT and re ulations. The specific

Y !vio ations noted in this letter and in the FDA 483 issued at the closeout o the FDA inspection of
your facility may be symptomatic of serious underlying problems in our firm’s manufacturing and

of
Juality assurance systems. You are res onsible for investigating an determining the causes of

ft e violations iden~ified by the FDA. I the causes are determined to be systems problems you
must promptly initiate permanent corrective actions.
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In order to facilitate FDA in making the dclcrmhation that such corrections hrrvc been made find
thereby enabling FDA to withdraw its adviso

?
m other federal agencies concerning the award of

government contracts, [o resume rn?rkctin c camncc, ami cxpon clearance for prodycts
8manufact .md a Marlcn Manufacturing & cvelo mcrrt Co.’s fiwilit y, we are requesting that you

Fsubmit to this oflicc on the schcdu[e below, certi [cation by M outside expert consultant. The
consultant shali conduct an audit of your firm’s manufacmrirl and quality assurance s stems

P irclntivc to the requirements of the device GM’P re ulation (2 CFR Part 820 You s ould also
! Clsubmit a copy of the consultant’s report, and certi lcatiorr by your ~rm’s (.’E (if olher than

yourself) that he or sly hrrs reviewed the consultant’s report and that your firm has initiated or
completed a!] corrections calledfor in the report, The attached guidance may be helpful in
selecting an appropriate consultant.

The initial certifications of audit and corrections and subse uent certifications of updated ,wdits
#and corrections (if re uired) should be submitted to this o Ice by the following dates: June 30,

%1997 and June 30, 19 8.

Federal rrgencics are advised of the issuance of all Warning Letter. -bout devices so that they may
take thrs reformation into account when considering the award of contracts, Additionally, no
prenmrket submissions for devices to which the GMP deficiencies are reasonably related will be
clcarcd until the violations have been corrected. Also, no requests for Certificates For Products
For Export will be approved until the violations related to the subject device havebeen corrected.

You should take prompt action to correct these deviations. Failure to promptly correct these

o deviations may result in regulatory action bein initiated by The Food and Drug, Administration
twithout tirther notice, Possible actions inclu e, but are not limited to , seizure, injunction, and/or

civil penalties.

Please notify this otl!ce in writing within fifleen ( 15) working-da s of receipt of this letter, of the
1’specific steps you have taken to correct the noted violations, mc uding an explanation of each step

being taken to preven~ the recurrence of similar violations If correctwe action cannot be

\
completed within fifteen 15) working days, state the reason for the delay and the time within
which the corrections wil bc completed.

Your response should be sent to Evelyn D. Forney, Compliance OiTrcer, Food and Drug
Administration, 1141 Central Parkway, Cincinnati, Ohio 45202.

Sincerely,

%$iJ%fJ-
Cincinnati District

Enc!ns;:w


